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This invention relates to a suction device, and 
more particularly, to a suction device for operat- 
ing a pipette or the like, and constitutes an im- 
provement over the device shown in my prior 
Patent No. 2,172,575, issued September 12, 1939. 
In order to overcome the hazards attending the 
drawing of liquid into a pipette by suction created 
by the mouth, and in ortier to provide an accurate 
control for measuring the amount of liquid dis- 
charged from the pipette, my prior patented de- 
vice was provided, having a rubber bu]b with an 
opening in each end, one of which openings is 
controlled by a spring closed check valve having 
a short stem extending bulbward. A rod extends 
through the bu]b having one of its ends in proxim- 
ity fo the said valve stem for opening the check 
valve, and having its other end accessible at the 
other opening so that by manual depression of 
the rod the valve may be opened. Upon squeez- 
ing the bulb to exhaust the air therein, and there- 
after depressing the rod with the finger, and 
simultaneously with the same flnger closing the 
opening in the bu]b from which the rod projects, 
suction is created on release of the bulb which 
acting through the valve will draw liquid into the 
pipette. 
An outstanding disadvantage of the construc- 
tion in my aforesaid prior patent is that an ex- 
ternal bulb supporting frame is provided which 
encompasses a substantial outer surface area of 
the bulb, thereby interposing an obstruction when 
it is desired to squeeze the bu]b, and at the same 
rime unnecessarily adding fo the weight, unbal- 
ance and cost of manufacture of the device. A 
further disadvantage is that the rod portion which 
extends through the bulb is subject to being bent 
if the bu]b is excessively squeezed, which bending 
will interfere with the subsequent operation of the 
device. 
One of the objects of the present invention is to 
provide a novel suction device which is particu- 
larly usefu] for operating a pipette or the like, 
and which is devoid of the disadvantages herein- 
above mentioned. 
A further object of the invention is to provide 
a suction device for a pipette, which device is rela- 
tively simple in construction, economical to 
manufacture, and which provides facflity and 
accurate control of the measured amount of liquid 
discharged from the pipette. 
A more specific object of the invention is to 
provide a suction device for use with a pipette 
wherein the external frame structure of my for- 
mer patent is substituteoE by a simple tube ex- 
tending axially through the bulb» in ¢ommunica- 
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tion with the chamber of the bulb and with the 
opinings at the nd of the bu]b. 
A stfll further. object of the invention is to pro- 
vide an internal tubular member, extending 
5 through the bu]b, which has the dual function of 
supporting the portion of the bu]b .surrounding 
one of the end openings, and serving as a pro- 
tective shield for a valve operating rod extending 
axially through the bu]b, and which might other- 
10 wise become bent as a consequence of the act of 
collapsing the bulb. 
Other objects and advantages will become ap- 
parent from a study of the following specification, 
taken with the accompanying drawing, wherein: 
15 Figure 1 is a vertical elevational view of a pre- 
ferred embodiment of the invention as applied 
to a pipette; 
Figure 2 is an enlarged sectional view of the 
structure shown in Figure 1 with the pipette 
20 omitted; 
Figuré 3 is an enlarged cross-sectional view 
taken along the line 3--3 of Figure 2; 
Figure 4 is a longitudinal section through the 
valve assembly. 
25 Referring more particularly to the drawing, 
numeral ! denotes a bulb of rubber or the like, 
having ..an opening in each end defined by the 
boss-like portions la and I/. In the lower open'- 
ing, as viewed in the drawing, there is tightly 
30 embraced a nipple 2 in which a valve assemblage 
3 is screwed, said assemblage including a cage 
secured in said rdpple haing .an annular valve 
seat at its  lower end, a valve 
extending upward through said cage and beyond 
35 ifs uppèr end, said valve being normally pu]led 
against its seat by a spring 18. A valve operating 
rod 6 having a lower head 6a is arranged fo test 
on the end of the valve stem 4, and the tension 
of the spring 16 is preferably hot greatly in excess 
40 of what is necessary to sustain the weight of the 
valve and rod 6. The upper end of rod 6 extends 
through the upper opening of the bulb I, and has 
a button 6 screwed on itS upper end, by means of 
which the rod 6 is adapted fo be manually de- 
45 pressed by the 0Perator's flnger. Since a single 
flnger is employed to simultaneously depress the 
rod 5 and occlude the opening in the bu]b through 
which the rod extends, the degree of extension 
is rather critical, so the button 6 can be adjusted 
50 in or out by virtue of its threaded connection with 
the rod 6, being held adjusted by the lock nut 19. 
The nipple 2 carries a thimble 7 having a 
hole through which the rod § passes, serving as 
a guide or the rod-anoE preventing complote 
- withdrawal of said rooE rbm above»it being noteoE: 
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that the head §a serres as a stop to limit the 
range of upward movement of the rod 5. On 
an outer threaded portiori of the nipple 2, a 
tube 8 is screwed. The upper end of the tube 
8 is externally threaded. Said tube extends 
through the bulb along the axis of the opposite 
openings in the bosses l ez and I/. The latter 
boss is stretched in sealed relation about a headed 
extension 20 of the nipple 2. A cap 9 engages 
the upper threaded end of the tube $ and tele- 
scopes fittingly over the boss a. The in_terfa_c.e 
between said boss and the cap 9 is tapered so 
that an airtight seat is created between  s_aid 
cap and boss when the cap is $c.re.weç! d_ow_r. _Ul_n 
the tube 8. The lower end of the tube 8 còm- 
municates with the valved opening and the boss 
lb, while the upper end commlmieates with 
atmosphere. The chamber of the bulb Iis placed 
in communication with the tube 8 by means of 
longitudinally extending openings Sa, Sb in the 
sides of the tube $ which reduces the diameter 
of the central portion of said tube in certain 
planes so as to permit the bulb I to be còllpsed 
to the maximum extent without interference by 
the tube 8. Said tube surrounds the rod 5 and 
acts as a shield to prevent th e rod frorn becoming 
bent through excessive or uneven force applied 
to the bulb by the operator in collapsing it. 
A coupling 10 of metal or 0ther suitable ma- 
terial is screwed to a reduced exte!sion  of. 
the nipple 2, through the bore òf said nipple ex 
tension. Said coupling is prefrably of polyg- 
onal shape on the outsde, to prevent the device 
rolling off when placed upon a table. In the 
drawing the coup!ing is sh0wn .secured by means 
of a set screw 14. /§ is a ]ead washer which 
seals the bore in which the set screw i_s threaded. 
A sealing washer I I intervenes between the 
coupling and the adjac.ent end of the _ipple 2. 
The coupling 18 has a wide and deep ¢ounter- 
bore opening at its lower end, in which is prssed 
a sleeve 12 of rubber or other elast¢ material 
having a bore therethro0h,, the w.a!l of which 
is formed with a spiral ridge 12, as sh0wn, and 
the lower end oï which constitutes a washer 
having a restricted bore J. Ol.e erid of a PiP.ette 
I which may be in th.e f_orm. of a. gradu_g.d 
transparent tube, is inserted into the sleeve 12 
frictionally fitting therein, and crowding the ma- 
terial of the spiral rige 12 into the intervening 
helical groove forming sealed-j0int betweeil 
the pipette and sleeve 
In operation of the device, the lowermost or 
tapered end of the pipette I$ is immersed in the 
liquid to be drawn into the pip.ette. The bulb I 
is then collapsed by pressure of the fingers, the 
air being allowed to escape through the u, pper- 
most opening surrounding the button . Wh. ile 
the bulb is in the collapsed satÇ, the operatofs 
finger is placed over the top opening of the 
tubular frame element 5 to sea! theopêning 
and at the saine rime the button  is _depressed 
so as to open the valve $. The pressuze on bIb 
I is then released and the r¢sulting expasi0n 
of the bulb creates a sc.tion on the tuhular 
pipette I$, which draw liqid into the lt.er. 
The extent of fise of the liqd in the. pipette 
is clearly visible to the operator, due. to its 
transparency. When sufficient liquid has 
tered the pipette, as indicated by the graduatiorm 
thereon, the fiow may be stoped by removi.ng 
the finger from the top openg of te b,ulb and 
releasing the utto  wi¢h !!çw$ !e  tO 
close, and admit: air t. the l_tei)r o -th¢_ lulb 
thtough the upper opening. 
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When it is desired to measure out a portion 
of the liquid drawn into the pipette, this is ac- 
complished by depressing the button , main- 
taining the linger in such position that the ad- 
5 jacent opening in the bulb is hot sealed. Under 
these conditions, the liquid will flow by gravity 
from the pipette, and can be instantly eut off 
by relieving pressure upon the button , closing 
the valve. 
10 If it is desired to accelerate the discharge of 
liquid from the pipette, the top opening may be 
completely sealed with the finger whfle exerting 
Pressm'e on the bu!b to collapse the latter, where- 
by the ah- in the bulb is ïorced downwardly into 
15 the top portion oï the pipette. Thus, complete 
and accu'ate control of the fiow of liquid into 
and from the pipette is afforded which movements 
are enth-ely visible to the operator. 
Thus, it will be seen that I bave provided an 
2O efficient, simple, and inexpensive suction device 
whi.ch is useful for operating a pipette or other 
li.qud c0n_taining device wherein a simple sup- 
port is provided within the bulb, which elimi- 
nates obstruction to the outer surface of the 
25 ulb that might otherwise interïere with the 
squeezing of the bulb and at the saine t:ne, serres 
as a shield ïor protecting a valve operating rod 
enclosed by the bulb; also wherein such support 
is so shaped as to enable the bulb to be cllapsed 
30 to a maximum xtent to afford substantial 
Suction. 
While only a single embodiment oï tl]e inven- 
tion is shown, it will be apparent that modifica- 
tions will be readily suggested to others skilled 
35 in the art, after having had the benefit oï the 
teachings oï the present specification within the 
purview oï the present invention, hence I do hot 
wish tobe limitd except insofar as set ïorth in 
the ïollowing claims. 
0 What I claire as my invention is: 
1. Suction device ïor 0perating a pipette com- 
prising a resflient bulb having a pah- oï openings 
at opposite ends, a rigid open ended tubular bulb 
Slpporting member passing axially through said 
45 bulb, ïrictionally fitting the walls oï b0th of 
said openings in airtight manner, a normally 
spring closed valve in said tubular member ad- 
jacent one of said openings controlling the ah- 
fiow through that opening, the opposite end of 
50. Said tubular member being adaptel tobe stop- 
Pered by the finger, the wall oï said tubular ruera- 
ber within said bulb having an opening there- 
t.hrough, a rod within said tubular member hav- 
ing one end in operative proxLmity to said valve 
55 and the other extending a short distance out- 
side of the finger steppered end of said tubular 
member- in position tobe depressed bY the finger 
r opening said valve. 
2. Suction device for operating a pipette, as 
60 ¢laimed in claire 1, the wall of_sid tubular ruera- 
ber within, said bulb beig cut aw_ay on opposite 
sSdes symmetrically with respect t0 an axial plane 
throlgh sid tubular member. 
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